

Vdequate shielding and 
grounding arc important. 
Shielded conductors must be 
used for connecting the bridge 
to the generator and to the 
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ANTENNA MEASUREMENTS WITH 
THE RADIO-FREQUENCY BRIDGE 

• ALTHOUGH THE TYPE 516-C 
RADIO-FREQUENCY BRIDGE has 

been discontinued and will later l>c replaced 
bv the Type 916-A. a considerable number of these bridges are in ust* in 
broadeasting stations, where they art* quite satisfactory for measure¬ 
ments on antennas, lines, coupling networks, and other radio-frequency 
ini|H*danees. at standard broadcast frequencies. The instruction booklet 
supplied with this bridge covers quite completely the laboratory use of 
the bridge in measuring radio-frequency inqiedance. but it does not 
present the material in the 
most convenient manner for 
those who are interested solely 
in measuring antenna systems. 

It is the pur|M»sc of this article 
to supplement the operating 
instructions by outlining what 
has been found to be the most 
convenient procedure ami by 
|M>inting out the precautions 
that must be observed if satis¬ 
factory results are to lie ob¬ 
tained. 


Figure 1 . Measuring the impedance of an antenna 
tower as s«*cn from the “clog house” at the base. 
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detector. The I i\k NOW iN binding 
post marked G must be grounded 
through as short a lead as possible, 
preferably not more than one or two 
feel, Grounding through tin* knurled 
panel screws is not satisfactory because 
tin* HTews may not lw in good electrical 
rontact with the* panel. To test for 
proper grounding, toueli the panels of 
the bridge. ileteetor. anil generator 
after the bridge has lieen l>a I a need. If 
the grounding is adequate, no effect 
111 m» n the halauee will In* observed. If 
touehing the bridge panel throws the 
bridge out of balance, the grounding ir 
inadequate. This condition ran some* 
times In* remedied by using individual 
ground leads for the bridge, the genera¬ 
tor. and the reeeiver. \ ln*tter remedy 
is to use coaxial terminals for the con* 
neetion to the receiver input. General 
Radio Type 774-G Panel Plug ami 
TyPE 771-M (iable Jack are satisfactory. 

It is iin|H>rtant that a well-shielded 
generator 1 m* used to prevent piekup not 
only from the generator to the detector, 
but also from the generator to the 
antenna under measurement. \ stand¬ 
ard-signal generator, such as the Tm»k 
605-H. is an excellent |K»wcr source for 
these measurements. 

Kvcn at broadcast freipieneies. it is 
essential to use a shielded reeeiver. Flic 
so-called communications tyjM* is recom¬ 
mended. The \YC, if any, should Ik* 
disconnected, since its action tends to 
make the balance |H»in t difficult to locate. 

BALANCING THE BRIDGE 

I or antenna measurements, the bridge 
is used as an equal-arm capacitance 
bridge, and so the balance point de|M»uds 
iq»on the adjustment of both the ( \- 
PXCITWCi: and KKSISTANCK con¬ 
trols. 


If one control is not set correctly, a 
minimum in the signal may Ik* observed 
when the other is turned through its 
correct setting. Successive adjustments 
of both controls must Ik* made until the 
signal in the detector is reduced to zero. 

The balance |H»int is frequently very 
sharp and may easily Ik* missed if ad¬ 
justments are made too rapidly , l or a 
rough preliminary balance it may Ik* 
desirable to list* a mod (dated signal, with 
the receiver sensitivity turned well 
down. As balance is approached, the 
sensitivity can Ik* increased. Lor a liual 
balance, maximum accuracy. sensitiv ity, 
and signal-to-noise ratio arc usually ob¬ 
tained by using an unmodulated signal, 
with a hetcrody ningoscillator to produce 
an audible heat tone. 

METHODS OF MEASUREMENT 

Vllhough the Type 516-C is suffi¬ 
ciently flexible to permit measurements 
to be made by a wide variety of methods, 
it has been found by cx|M*ricnce that one 
or more of the following three methods 
are most suitable for antenna measure¬ 
ments: 

\ I i Series (.apaeitor The resistance 
range with this mctlHsI is the same as 
with the direct method, hut the capaci¬ 
tance range is greatly increased and. in 
addition, inductive reactance can In* 
measured. 

(2) Parallel ('.apaeitor 'Flic resist¬ 
ance range can Ik* extended with this 
method but the actual range dcjM*nds on 
the magnitude of tin* antenna reactance. 

(3) S*ries and Parallel Capacitors 
This is a combination of methods ( 1) and 
(2). and |H*rmils the measurement of re¬ 
actance and resistance over wide ranges. 

THE SERIES CAPACITOR 
METHOD 

Of the aho\e three methods, the series 
capacitor method is the one almost 
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universally used for antennas whose 
resistive component dcx*s not exceed 
311 (thins . 1 Since a large iiuinber of tin* 
antennas ojieratiQg at standard broad- 
east frequencies fall into this category, 
this method is discussed first, with par¬ 
ticular reference to o|x*rating procedure, 
and to reduction of errors caused h\ lead 
reactance. 

Connections for this tvjM* of measure¬ 
ment are shown in Figure 2 . \ condenser, 
C$, of such magnitude that the total 
series reactance presented to the 1 N- 
kNOW \ terminals is within the range 
of the balancing condenser, G\y, is con¬ 
nected in series with the unknown im- 
[KMlance. \n initial balance is established 
with Z„ shorted: the short is then re¬ 
moved and tin 1 bridge rebalanced. (ion- 
nee lions for the two balances are indi¬ 
cated in Figure 3. 

'Flic series resistance and reactance of 
the antenna are given by 

a) 3 




I C 2 - c, 

( a ) C1C2 


( 2 ) 


where the subscript l refers to the initial 
balance and the subscript 2 to the liual 
balance. A positive value of V d indicates 
an inductive reactance: a negative value, 
capacitive reactance. 


REACTANCE BALANCE 

The lies! value of the capacitance. C 5 , 
dc|H*nds U|M>n the reactive coni|x>nont «d 
the antenna impedance. Since tlx* value 
of the unknown reactance, A,„ is de¬ 
termined h\ the difference in capacitance 


•Till* KESISTANCti control of lb«* hriU«<* liar a ilirci-t 
rrailinn from 0 in 111 ohm*, but |>r»vi«iou i* aimlr f«*r 

iiiaerling ntrrMl fiml rc-i-tur- in Tlw r«ii|tr i dn lw 

in« rraw>il In 31 I obinr by inwrliiif 201) ..bin- in *rrir». If a 
rr-i*luin-r Urftrr than 200 ohm- u> iiluml in Kfir*. ibr 
• Imntuif fffwl of llw frouml raiMriUntr of thr t'*ifi«lrn»rr. 
C y, inirtMbii-r* mi a|i|trr«'ialilr error. |urli. ularli «l frr*| urn - 
■v rifr »bo*r on* mr|«ni lr 

Hir Trr* .00 I» 100 U) ami ibr Tm 500-K <200 0) are 
rr*timiiiriiilr«J for nac ■» rmrti rntulno. 

: /f» i »n Ik- nM.tr *rrr» hr r*talili*hinR ibr initial balaiirr 
with ibr 1*0*1 »{ KACIOH ami HONO |( KXCTOlt \l) 
JI/ST mnlmlit. 


settings Ik* tween the two balances, 
fairly large errors can occur if this differ¬ 
ence is small, and for maximum accuracy 
it is desirable to select a value of Cg to 
make Co — C\ as large as |H>ssihle. This 
is achieved by choosing the largest value 
of Cfi for which the bridge will balance 
initially, if the antenna reactance is 
capacitive; and the largest value for 
which the bridge will balance with the 
antenna connected, if the antenna re¬ 
actance is inductive. A good procedure 
to follow is to make a trial balance with 
a 1000 /i/if series capacitor. If the un¬ 
known reactance is inductive, the setting 
of tlie CAPACITANCE dial will in¬ 
crease. Successive values of Cg then 
should be tried until tlx* largest value is 
determined for which tlx* CAPACI¬ 
TANCE control will balance with tlx* 
unknown in circuit. If the unknown re¬ 
actance correajionds to a capacitance 
greater than about 50 /i/if, it will Ik* 
possible to balance the CAP VC1TANCE 
control of the bridge, at a setting lower 
than the initial setting. 


RESISTANCE BALANCE 

In the discussion above it lias been 
assumed that a balance can U* obtained 
by adjustment of tlx* RESISTANCE 
controls of tlx* bridge. If tlx* recom¬ 
mended lixed resistors are used, this 


I' lGUKE 2. Diagram of connections for measuring an un¬ 
known impedance, by lining the scries capacitor Cs 


UNKNOWN 

r? 


& 


Cs 

Hh 
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will be true when the unknown resistauee 
<loen not exceed 311 ohms. A balance 
should be attempted with the SERIES 
RESISTOR terminals short-circuited by 
means of the strap that is provided. If 
the RESISTANCE controls cannot Im* 
balanced, the 100-ohtn, or, if necessary, 
the 200-ohm, resistor should be plugged 
in. failure to obtain a balance at 311 
ohms or below* indicates that the parallel- 
capacitance method or a series-parallel 
connection must lie used. 

LEAD CORRECTIONS 

'The leads from the bridge to the un¬ 
known should he as short as [>ossible, 
certainly less than three feet, and should 
1m* kept a reasonable distance away from 
grounded metal objects, in order to 
minimize capacitance to ground. The 
series capacitor should be connected at 
the antenna end of the lead, as close as 
|K>ssible to the |>oint at which the an¬ 
tenna impedance is to lie measured. By 
this method of connection, the induc¬ 
tance and resistance of the lead remain 
in series with Cs for the initial as well 
as the final balance, and drop out of the 
calculation for the antenna im|M*dance. 

The lead capacitance introduces small 
errors into the calculated values of resist¬ 
ance and reactance. The lead capacitance 
can l>e easily measured, however, and 
allowance made for it. 


The lead capacitance, C/, is deter¬ 
mined by a substitution method, wherein 
initial balance is established with a fixed 
capacitor connected directly across the 
UNKNOWN terminals of the bridge. 
The lead is then connected to the un¬ 
grounded terminal of the bridge. The 
series capacitor is disconnected from the 
antenna but is still connected to the far 
end of the lead. A new balance is made, 
and the difference of I he two capacitance 
readings is Ci which includes the ca¬ 
pacitances to ground of the series ca¬ 
pacitor, as well as that of the lead itself. 
The correction for lead capacitance is 
made by using the follow ing expressions: 


R a = R. 4- 

c*y 

cj 


(3) 

x = c ’- c ‘| 

uCiCa 1 

K) 

(>+i) 

(4) 


NUMERICAL EXAMPLE 

The following data illustrate the procedure 
and data for a typicul antenna measurement at 
a frequency of (500 kilocycle*. 

To determine the most suitable value of Cs. 
a balance with Cs m 1000 p/if w*as attempted. 
One side of the capacitor was connected to the 
ungrounded UNKNOWN terminal through a 
two-foot length of insulated wire, aud the other 
side connected to the antenna input through a 
few inches of lead. With a modulated signal 
from the generator, and the volume eoutrol of 
the receiver set to a low level, it was impossible 
to obtain a minimum with either bridge control. 
A slight decrease in intensity was observed 
when both controls were turned to maximum, 
however, indicating that the antenna reactance 
was inductive, and that R s was greater than 111 
ohms. Consequently, the 1000 nfi( series capaci¬ 
tor was replaced by a 500 /ijif unit, ami a 100 Q 


I* tGI Kit 5. Diagram of connections for the two measurements necessary to determine antenna 
impedance by the series capacitor method. Additional measurements, described in the text, 
are necessary to determine the connection for Cl. the lead capacitance. 




(a) (b) 
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reft i* lor wa- inserted at the ttrim iwihtain’e 
terminal*. A definite minimum wan turn ob- 
srrvcd with the 1IAPAOTANCE control of 
the bridge !*ot at about 630 /j/if and the KK* 
SISTA N( IE rontrol *et at a maximum. Accord¬ 
ingly. the 100 12 external resistor wa* replaced 
hv a 200 12 unit. V true null was now obtained 
ai #?^200 f 30 12, C = 648 w f. The CA¬ 
PACITANCE dial setting suggested that a 
somewhat larger scries capacitor might be used, 
and the 100 /i/if unit was plugged in parallel 
with the 300 /j/i f already ill circuit. Tilis was 
tried und the CAPACITANCE control bal¬ 
anced at a setting over 000 /t/if. Witli the proper 
value of eernu capacitor ami SERIES RESIS¬ 
TOR determined, the data for calculation were 
obtained as follows: 

(lj With the series capacitor grounded at 
the antenna end, the SERIES RESISTOR 
terminals shorted, and the RESISTANCE 
control set to zero, a balance was obtained hv 

means of tin \H >W ER FACTOR VDJI ST and 
CAPACITANCE controls. The balance oc¬ 
curred with the large CAPACITANCE dial set 
at 620. and the auxiliary dial set at —9.4. Thus 

Ci « 620 - 9.4 = 610.6 ntf 

(2) With the series capacitor connected to 
the antenna, and the 200 12 resistor connected 
to the SERIES RESISTOR terminals, the 
bridge was balanced (leaving the POWER 
FACTOR controls untouched) and the follow¬ 
ing data obtained: 

Hi - 200.0 + 38.8 = 238.8 ohms 
C, - 930 4 - 3.3 = 933.3 /i/if 

(3) A computation using the alnive data, 
und neglecting the lead capacitance, yields: 


«•-*’(' + ^s) : 

= (238.8) (1.0116) 
= 242.3 ohms 

- «*■>(» 

= ( 60 . 0 ) ( 1 . 0181 ) 

= 61.1 ohms 

Z a -242.3 +/61.1 


(».8 \ 
610.6/ 


In this particular case, neglect of the lead 
capucitance causes an error of less than 2' < in 
the calculation of either component, 

'The above procedure may *«tni rather 
lengthy, hut it -hould he l»ornc in mind that, 
ouee a measurement has been made, additional 
measurements to study the effect of minor 
antenna adjustments, or of changes in fre¬ 
quency, can he made quite rapidly. 


THE PARALLEL CAPACITOR 
METHOD 

When the series resistance of the an¬ 
tenna exceeds 311 ohms, the parallel 
capacitor method should he tried. The 
technique of tliis tvpe of measurement 
is quite similar to that for the series 
substitution method, already described. 
The computations, however, are some¬ 
what more involved ltecausc of the trans¬ 


H n — H> — 238.8 ohms 

Y 1 C* - C i 
w CiCi 

(933.3 - 610.6) X I0 U 
0228 X 1.5 X 10« X933.3 X610.6 X 10“* 
— 4-60.0 ohms (inductive) 

/«, - 238.8 + /60 

(4) 'The value of Ci, the lead capacitance, 
was determined hv connecting the 1000 /i/if 
capacitor across tfie l NKNOW N terminals, 
disconnecting the lead at the bridge, replacing 
the link across the SERIES RESISTOR ter¬ 
minals. and balancing the bridge. 'The CA- 

PACT1 LNCE eootrab balanced at 990 plus 

8.8 /i/if» hut were rebalanced at 1000 minus 1.2 
/i/uf, thus permitting the change in capacitance 
to he observe) entirely on the \1 \ILIAKY 
dial. W ith the leud connected to the high UN- 
KNOW \ terminal and the series capacitor dis¬ 
connected at the antenna side, the balance wus 
obtained with the auxiliary CAPA GITA Nt I 
ctmlrol set at plus 5.6 /i/if. The value of C| was 
thus 5.6 — (--1.2) — 6.8 /i/if. 

(5) The corrected values of H- und X, arc 
determined by sulistituting the above values in 
Equations (3) and (4). 


formation from parallel to series com¬ 
ponents that is required. 

The parallel capacitor method consists 
essentially of connecting, in parallel w ith 
the unknown impedance, a capacitance 
of such magnitude that the impedance 
of the combination lies within the range 
of the bridge. Connections are shown 
schematically in Figure 4. The initial 
balance is made with the parallel capaci- 

Ficure 4. Connections for the parulhd-capacitor 
un i hud of measurement. 
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lor connected to I lie bridge, with the 
lead connected to the bridge but discon¬ 
nected at the antenna end. and with the 
RESISTANCE decades set to zero. The 
lead is then connected to (lie antenna, 
and the bridge is rebalanced. Tbc fol¬ 
lowing equations give the series resist¬ 
ance and reactance of the antenna: 



where C\ is the reading of the CA¬ 
PACITANCE dial for the initial bal- 
aiHT, and Co ami /? 2 are the CAPACI¬ 
TANCE and RESISTANCE si tting for 
the second balance. The fact that tin* 
same terms ap|M*ar in both expressions 
simplifies the calculations. 

CHOICE OF PARALLEL 
CAPACITOR 

The Ih*sI value of parallel capacitance 
defends on the magnitude of the antenna 
ini|M*danee ami can thus In* determined 
only by trial. In general, the l>est value 
to use is the smallest capacitance with 
which a final CAPACITANCE balance 
can Ik* obtained. Occasionally, however. 


it may Ik* desirable to use a larger value, 
to permit the RESISTANCE controls 
to be balanced without the use of ex¬ 
ternal SERIES RESISTORS. Probably 
the most rapid way to determine the 
proper value of Cp is to make a first 
trial balance using the 500 ggf parallel 
capacitor, ami leaving the SERIES 
RESISTOR terminals short-circuited. 
If the change in capacitance is small, a 
smaller value of capacitance should Ik* 
tried: if the resistance component of bal¬ 
ance cannot Ik* obtained with the in¬ 
ternal resistance decades, an external 
series resistor should Ik* added, or a 
larger value of parallel capacitance tried. 
If it is impossible to obtain a balance 
using the largest available capacitor 
(1000 ggf) and the largest permissible 
external resistor (200 ohms), the use of 
one of the other methods is indicated. 

LEAD CORRECTIONS 

Unlike the series capacitor method, 
the parallel capacitor nielliml yields tbc 
most satisfactory results when the auxil¬ 
iary capacitor is connected directly to 
the UNKNOWN terminals of the 
bridge. The lead to the antenna termi¬ 
nals should Ik* left connected at the 
bridge, and the initial balance made with 
this lead disconnected at the antenna 
terminal. The lead capacitance thus re¬ 
mains always in parallel with the auxili¬ 
ary capacitance, is measured as part of 
it. and introduces no error into the 
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measurement of the antenna impedance. 
The lead inductance , however, is in- 
eluded in the ealeulated value of an¬ 
tenna reactance. The true value of \„ is 
determined simply by subtracting the 
lead reactance from the value given by 
Filiation (6). 

The lead inductance (Li) can Im» 
measured as shown in the two diagrams 
of Figure 5. balance the bridge with 
the 1000 ppf capacitor connected to 
the l \KNOWN terminals, and with 
the lead to the antenna in place, hut dis- 
connected at the antenna terminals. Re¬ 
move the 1000 fxtxf capacitor, connect it 
to ground at the far end of the lead in 
sm h u manner that the position of the 
lead remains unchanged, and rebalance 
the bridge. If the first and second CA- 
r \OI r\N0i; readings arc denoted by 
C* and C", respectively, the inductive 
reactance of the lead is given by 


A, 


coLi 


1 C" - C 
a C'C" 


(7) 


NUMERICAL EXAMPLE 

The following procedure and duta are repre¬ 
sentative of measurement* of an antenna hav¬ 
ing a resistance greater than 311 ohms, at a 
frrournry of 2000 kilocycles. 

By following the general procedure outlined 
in detail in the numerical example for the scries 
capacitor method. 300 mjf was determined to 
he a suitable value of parallel eapaeitauee. 

(1) I he initial balance was established with 
300 /ijif plugged into the unknown terminals, 
and with the lead to the antenna in plaee hut 
disconnected at the antenna end. The ROW HR 
FACTOR and RESISTANCE control* were 
set at zero, and the balance obtained hv adjust- 
meiit of the < TPACITANCE dials and the 
POWER FACTOR \l)JLIST knob. The hal- 
a nee oeeurred with the large CAPACITANCE 
dial set at 300 ^uf, and the au\iliar\ dial set at 
-f-8.8 „ M f. 

(2) With the lead eonnected to the antenna 
the new positions of the main and auxiliary dials 
were 510 and 3.2 a/uf resmrtivrlv. while the 
setting of the RKSLSTAS'CK decades was 
found to he 08.5 ohms. 

(3) 'Ihe data and calculations were as follows: 

C t = 300 -f 8.8 = 308.8 MM f 
« -2xf = 6.28 X 2 X 10* 

- 12.56 X 10 


J 

OlC\ 


12.56 X 10' v 308.8 < 10 
= 258 ohms 

510 32! =» 506.8 p M f 


I C* 

W CiCi 


■■ 258 x 


506.8 308.8 


506.8 


(i (■’ - e.y 

\w CiCi ) 

1 

UlCt 

O)’-' 


100.8 ohms 

10.160 


12.56 X 10* X 506.8 X 10"* 2 
157 ohms 

24,700 


W: = 08.5 ohrns 
K } > * 9,700 

Substituting in Filiations (5) and (6) 

08.5 X 66,(»00 


R„ 


9,700 • 10,160 


■* 331 ohms 


Vo = 258 X 


0,700 157 X 100.8 


0,700 + 10.160 
= —80.0 ohms (capacitive) 

Zm = 331 — y'80.0 ohms 

( I) The inductive reactance of the lead was 
determined hv the method outlined under 
LEAD CORRECTIONS above. The CA¬ 
PACITANCE readings and C" were 510 -f 
1.2 aaf and 540 - 1.2 unt. From F«piation (7) 

.v^igL-c’ 

61 CC 

_S 3S.H - 511.2 

12.56 Mi S53 .11 J hi 

= + 7.15 ohms 


The corrected value of antenna reactance is 
thus 

V, = -80.0 - 7.15 - -872! ohms 
=331 - y872! ohm- 

In this rase, negleel of the lead reaetanee 
would have resulted in an error of nearly 10% 
in the ealeulated antenna reaetanee. 


I* u:i he 6. For the occasional measurement where 
neither the series capacitor nor parallel capacitor 
method is satisfactory . a combination of the tw o ran 
lie used us shown here. 
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shown in Figure 6, usually (permits a 
measurement to he made. 


SERIES AND PARALLEL 
CAPACITOR METHOD 

The methods described above gen¬ 
erally suffice to measure antenna iin- 
pedance over the ranges normally met 
in practice, hut occasionally extreme 
values of reactance, or certain combina¬ 
tions of resistance and reactance, an* 
encountered that do not permit a bal¬ 
ance with either a series or a parallel 
capacitor alone. In such cases the use of 
both series and parallel capacitors, as 


USE OF CHARTS 

When approximate results are desired, 
it is convenient to use a chart to deter- 

mine the quantity — ; 1 . Copies of 

CO C 1 C 2 

this chart can l>e obtained from the 
General Radio Company. Another con¬ 
venient chart is a log-log plot of reac¬ 
tance vs. capacitance for some nominal 
frequency such as 1 megacycle. Conver¬ 
sion to other frequencies can he made by 
dividing the 1-Mc reactance by tin* 
frequency in megacycles. 


SERVICE AND MAINTENANCE NOTES 


CORRECTIONS 

• ADDITIONAL ERRORS AS LISTED BELOW have been discovered in 
the first printing of Service and Maintenance Notes. Please check your copies and 
make corrections as necessary. 

Type 544-13 Megohm Bridge 

Page 3: Paragraph 7.1, read 6K6G for 6K5G: paragraph 7.2. read 6J5G for 
6V5G. 

Page 4: Paragraph 9.1. read 10.0 and 11.0 for 3.0 and 4.0; paragraph 11.1, read 
10.3 for 1.0. 


rpHE General Radio EXPE1U\t ENTER is mailed without charge each 
month to engineers, scientists , technicians , and others interested in 
communication-frequency measurement and control problems . When 
sending requests for subscriptions and address-change notices, please 
supply the following information: name, company name, company ad¬ 
dresstype of business company is engaged in, and title or position of 
individual . 
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